An C18 reversed-phase column and the selected ELSD detector was applied. The 25mM ammonium acetate/acetonitrile was used for the mobile phase of gradient conditions. The analysis results of HPLC showed good linearity with correlation coefficient of r 2 =0.9993 in the rage of 50.3~604.1 ㎍/㎖ and detection limit of 12.0 ㎍/㎖.
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